[Ultrasonographic evaluation of the weight of prostatic adenomas. Apropos of 237 cases].
Comparison of prostate weights predicted on the basis of ultrasound findings and actual weights measured following surgery for benign prostatic hypertrophy showed wide discrepancies between results and demonstrated the lack of reliability of this technique.